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Abstract
A portable, Internet-based EEG/Auditory Evoked Potential (AEP) monitoring system was deve-
loped for remote electrophysiological studies during sleep. The system records EEG/AEP simulta-
neously at the subject’s home for increased comfort and flexibility. The system provides simulta-
neous recording and remote viewing of EEG, EMG and EOG waves and allows on-line averaging 
of auditory evoked potentials. The design allows the recording of all major AEP components 
(brainstem, middle and late latency EPs) and constituent single sweep EEG epochs. Auditory sti-
mulation is remotely controlled from any internet-connected PC. The developed platform consists 
of a portable server computer for data acquisition and secured data transmission to the Internet, 
a web server for temporary storage, and a remote viewing station. During operation, signals are 
acquired during sleep and transmitted to the secured web server for controlled access viewing. The 
remote viewer station allows the user to continuously visualize the auditory evoked potentials, 
modify auditory stimuli at any time and adjust system parameters for its online computation. The 
developed internet-based EEG/EP system has been tested in a laboratory environment. Prelimi-
nary results demonstrate feasibility of remote real-time acquisition and viewing of EEG and EPs 
and future potential for home monitoring and telemedicine applications.
Keywords: auditory evoked potentials, remote monitoring, telemedicine, EEG.
Introduction
Evoked potentials (EP’s) are electrical signals 
originated in the brain in response to an exter-
nal sensory stimulus. Fast onset auditory stimu-
li such as clicks and tone bursts, elicit Auditory 
Evoked Potentials (AEP’s) within structures of the 
cochlea, auditory nerve and auditory pathways in 
the brain. AEP signals, embedded in the ongoing 
electroencephalogram (EEG) waves, are extrac-
ted by the averaging of a synchronized set of post 
stimulus EEG sweeps. For clinical diagnosis, the 
extracted waveform is further decomposed in time 
into Auditory Brainstem Response (ABR), Middle 
Latency Response (MLR) and Late Latency Res-
ponse (LLR) components, each corresponding 
to a time window of the AEP response with res-
pect to the stimulus onset. Each of these respon-
ses has its origin in a specific section of the brain 
and reveals specific neurological conditions, states 
and pathologies. Widespread clinical use of EP 
methodology has made the functional testing of 
many sensory and motor neural pathways possible 
in both normal and disease states. 
Monitoring of auditory evoked potentials takes 
long to perform due to poor signal-to-noise (SNR) 
ratios, which impose the need to average several 
hundred EEG sweeps to obtain reliable respon-
ses. Monitoring of AEP can extend up to several 
hours within which the subject is usually asleep. 
In applications that require long term monitoring, 
AEP monitoring at the subject’s home or natural 
sleep environment have the potential to reduce the 
disturbing uncomfortable factors that are present 
in a sleep lab, thus improving the clinical setting 
for monitoring studies. Due to its safe non-inva-
sive principle, AEP studies could then be perfor-
med remotely through a telemedicine application 
reducing operating costs and increasing patient 
comfort and study flexibility. 
Several groups throughout the years have reported 
the implementation of telemedicine applications 
for remote neurophysiological monitoring. EEG 
data transmission over telephone links (1) and 
high-speed digital networks (2) has been develo-
ped and implemented for real time monitoring as 
well as for routine offline EEG review and inter-
pretation (3). Connectivity schemes include data 
transmission from homes as well as from interme-
diate clinical centers to reference centers for expert 
review. Recent implementations include transmis-
sion of EEG data through the Internet via web 
applications (4), as well as the implementation 
of software packages and computer information 
systems (5-9) for remote data collection, review, 
analysis and teleconsultation. Some advanced de-
velopments have included video consultation (2), 
EEG review and analysis environments based on 
web (6-7) and virtual reality technologies (8), and 
the implementation of remote patient supervision 
in the use of a brain-computer interface system 
(9). Clinical applications include standard elec-
troencephalography (5), epilepsy (5), (10-11), (16), 
sleep medicine (1,12-15), as well as applications for 
emergency and screening purposes (7),(16). 
Although remote EEG monitoring has been suc-
cessfully implemented and well documented, de-
monstrating the benefits and feasibility of conti-
nuous operation in various clinical settings (3), 
(17, 18), there seems to be no published reports on 
remote auditory evoked potential recording and 
processing. Though an Automated Visual Evoked 
Potential (VEP) system (19) was implemented to 
collect, analyze and off-line transmit via a tele-
phone link VEP averaged data to an evaluation 
center from the acquisition lab, this system was 
mainly designed to standardize the acquisition of 
data for visual evoked potential analysis between 
different labs. The system was not intended for re-
mote home monitoring, and did not seem to pos-
sess real time EEG data capture and transmission 
capabilities. 
Due to the growing importance of evoked poten-
tial studies for neurological assessment and the 
clear advantages of remote EEG monitoring, the 
aim of the present work was to design and cons-
truct an auditory evoked potential monitoring 
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system to remotely monitor the subject’s sleep 
condition while providing capabilities to remotely 
elicit auditory stimulus during the various sleep 
stages. The remote monitoring system is intended 
to receive and online display EEG, electrom-
yogram (EMG) and electrooculogram (EOG) 
waves from any Internet connected PC through 
an authorized secure connection and provide 
tools to calculate display and process the extrac-
ted evoked auditory potentials. 
Methods
A. System Overview
The portable AEP monitoring system has been 
developed around a Windows XP laptop compu-
ter, a PCMCIA data acquisition card, a bioelectric 
amplifier system and an Internet web server. The 
software application is designed to acquire, mana-
ge and transfer electrophysiological data such as 
EEG, EMG and EOG to the Internet web server; 
generate and provide auditory stimulus control, 
and respond to remote operator requests delive-
red by a web server connection. The system allows 
multiple authorized users in remote locations to 
simultaneously access physiological data and com-
pute and visualize averaged evoked responses. 
Continuous viewing of EEG, EMG and EOG sig-
nals allows the operator to determine the subject’s 
sleep stage. In addition, transmission of EEG data 
sweeps allow the implementation of selective ave-
raging and artifact rejection filters in the compu-
tation of evoked potentials at the remote site.
The software platform is comprised of the fo-
llowing application modules: 1) data acquisition 
and storage; 2) stimulus control; 3) stimulus ge-
neration; 4) communications server; 5) commu-
nications client; 6) Internet web server; 7) EEG 
and AEP viewer; 8) AEP processing; 9) messaging 
system; and 10) system control.
These modules are functionally connected as 
shown in Fig. 1. The system consists of the local 
machine, the Internet web server and the remote 
machine. The local machine includes the home 
PC, bioamplifiers, data acquisition and software 
modules for data acquisition and storage, stimulus 
control, data communication, messaging system 
and system control. The remote machine inclu-
des the remote PC running modules for Internet 
communication, physiological signal viewer, AEP 
processing and stimulus generation. The software 
modules run as independent applications, which 
are initiated, launched and continuously monito-
red by the system control module. This module 
detects component lockouts, especially when mo-
mentarily losing Internet connection, and res-
ponds by terminating and initiating a new instan-
ce of the unresponsive module. Synchronization 
and sequential data information is continuously 
maintained. The messaging system enables two-
way communication between the different mo-
dules, necessary to transmit requests and status 
information. 
The developed platform is modular and easily up-
gradeable. System maintenance and upgradeabili-
ty is readily obtained due to the modular nature of 
the system. Faster and more efficient components 
can be easily integrated into the system in later 
software revisions. 
B. Analog Front End
Electrophysiological signals are brought to a Grass 
Telefactor (West Warwick, RI) model 12 neuro-
data acquisition system. Electrical signals are ban-
dpass filtered (0.3 - up to 3000 Hz, 6dB/Octave) 
and amplified with a gain of up to 50,000. Once 
bioelectrical signals are filtered and amplified, they 
are digitized by a National Instruments (Austin, 
TX) data acquisition card model DAQCard-1200. 
The DAQCard-1200 card is a 12-bit analog I/O 
card with 8 analog input channels, 2 analog out-
put channels and 24 digital Input/Output lines. 
The maximum sampling rate is 100 KHz for single 
channel acquisition. The DAQCard-1200 is fully 
software configurable. This capability is exploited 
to generate stimulus signals such as clicks and tone 
bursts of arbitrary shape, duration and repetition 
rate. In order to locate the stimulus onset along 
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the acquired EEG traces, the stimulus signal is 
then continuously digitized with the same time 
base as the EEG signals. The stimulus occurrences 
are then detected and time stamped in all EEG 
traces for later use in the averaging routines.
C. Signal Processing
To minimize buffer size and maximize data 
throughput prior to transmission, down sampling 
is performed on the low frequency EMG and EOG 
signals. To obtain the ABR components from the 
post stimulus EEG epochs, the data acquisition 
is setup at the highest possible sampling rate that 
does not cause cumulative delays in the receiving 
site. The electrical pulse generating the auditory 
stimulus is also sampled at the highest possible rate 
to increase time localization of the stimulus onset 
in the EEG sweep, which minimizes jitter in the 
averaging process. In operation all acquired elec-
trical signals are digitized at 10 KHz. Digitized 
EMG and EOG signals are next down sampled at 
a rate of 20:1, for an effective sampling rate of 500 
Hz. To further reduce buffer size, the stimulus on-
set is obtained from the digitized stimulus signal 
by a peak detector and its position along the EEG 
trace is transmitted instead. The overall reduction 
process is completed within the time to acquire 
the next chunk of data. 
D. Stimulus Generation
The stimulus generation scheme is based on onli-
ne requests by the remote operator, monitored and 
executed by the data acquisition system. The requi-
rement of the generation scheme is the ability to 
remotely elicit any stimulus at any time during the 
duration of the study. Since the system is to be used 
during sleep, different stimuli can be setup for di-
fferent sleep stages. Intensity levels can be modified 
according with the hearing threshold at the parti-
cular sleep stage. The stimulus sequence can also 
be started once the subject is asleep, thus providing 
comfort and an ideal environment to the subject. 
Auditory stimulus is generated from the DAQ-
Card-1200 card and delivered to the subject via 
a Cabot Safety Corporation (Southbridge, MA) 
insert earphone model EARTONE 3A. The sti-
mulus is software controlled by a module that 
synthesizes predefined and user defined wave-
forms, which are sent to the DAQCard-1200 for 
analog output. In a study session, the local stimu-
lus control module routinely monitors the Inter-
net web server for changes in auditory stimulus 
settings such as intensity, rate and waveform that 
may have been requested by the remote operator. 
Requests for start/stop of the stimulus occurrence 
are also monitored and the corresponding action 
is performed. The operator has complete remote 
control on the stimulus generation, which may as 
well be set to run in stand-alone mode.
In the remote operators’ side, a stimulus gene-
ration module allows the user to synthesize ar-
bitrary stimulus waveforms and specify rate and 
intensity levels while the study is being perfor-
med. The synthesized waveforms are graphica-
lly displayed to the user for visual confirmation. 
Once the user has defined the stimulus wave-
form, the client module uploads it to the web 
server where it will be accessed by the stimulus 
control module of the local server PC. The total 
time it takes from uploading the stimulus set-
tings to the server, to the observation of a corres-
ponding EEG response in the operators’ side is 
around 3 seconds. 
E. Data Transmission and Reception
Two independent software modules, the server 
and the client, are in charge of bi-directional data 
transfer operations to and from the Internet ser-
ver. The server module at the local machine con-
tinuously monitors the occurrence of new data 
written to the hard disk by the data acquisition 
module. Once new data corresponding to one 
second of acquisition is acquired, an appropriate 
header, containing synchronization, error chec-
king and identification information, is added to 
the data packet before it is transmitted. The server 
then uploads the data to the Internet server via 
the FTP protocol. The data is saved in the web 
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server in a data file until a new data packet comes 
and rewrites its contents. The server module also 
has the ability to send particular data files to the 
Internet sever upon request by the client module 
in case that a data file is lost.
The client module located at the remote machi-
ne continuously checks for the occurrence of new 
information in the web server. The module access 
and downloads the current data file via http com-
mands, checks for its integrity and determines 
if the data corresponds to a new packet or to an 
old one. If the data corresponds to new data then 
if saves it into the system for online display and 
analysis. In case the data file corresponds to a pre-
viously saved file, it ignores it and continuous the 
monitoring process. If the data has been rewritten 
before the client accesses it or in case of data is 
lost, the client module then sends a request that 
the particular data packet be uploaded again to 
the Internet from the server PC. 
F. Auditory Evoked Potentials Analysis
The downloaded data files containing EEG, 
EMG and EOG signals as well as stimulus syn-
chronization data are loaded and separated ac-
cordingly for real time analysis. Stimulus onset 
positions are used to split the EEG trace into 
segments of fixed duration, with each segment 
being of less duration than the inter stimulus in-
terval. Split EEG sweeps are then added to form 
the averaged evoked potential. Averages can con-
sist of 512, 1024 or any user defined number of 
post stimulus EEG sweeps. An artifact rejection 
filter eliminates from the averaging buffer EEG 
signals outside a predefined voltage range, which 
indicate artifacts due to motion or to an exter-
nal noise source. The program allows viewing 
the resulting running averaging as new EEG 
sweeps are added to the averaging process. The 
EAP analysis module also allows online display 
of EEG, EMG and EOG, and offline viewing of 
AEPs from previous acquisitions. This analysis 
scheme allows detecting errors or possible pro-
blems during the study. 
G. Data Security 
Network security aspects are managed by the 
web server. A secure server connection is es-
tablished and authorized users are required to 
enter the assigned security information during 
the login session. As a secure measure, patient 
personal information is not encoded into the 
transmitted data packet, since only the system 
ID needs be transmitted. 
H. Graphical User Interface
The graphical user interface (GUI) is windows 
menu and icon driven, and allows the remote ope-
rator to easily select and set auditory stimulus pa-
rameters, and manipulate the graphics display to 
adjust voltage and time scales in the presentation 
of the electrophysiological signals. The GUI also 
allows viewing and graphic manipulation of the 
auditory evoked potentials waveforms, as well as 
to set parameters for their computation such as 
amplitude rejection filters or selective addition/de-
letion of EEG sweeps (selective averaging).
I. Verification and Validation
Each modular component of the system was inde-
pendently tested, verified and validated by appro-
priate software and hardware test modules. Test 
routines checking data integrity in the received 
data files were run. Local and remote stimulus ge-
neration was verified using a digitizing oscillosco-
pe, with signals of various shapes and intensities. 
The averaging routines were tested and validated 
by PC-generated electrical signals of known sha-
pes. The system integration was also tested and 
showed to perform according with requirements 
and specifications. The recorded AEPs were in good 
correspondence in terms of shape and latencies to 
the ones obtained from the SmartEP AEP system.
Results
Laboratory in-house tests were performed to ob-
tain first insights in the operation of the remote 
monitoring system. Lab personnel volunteered to 
participate in the system tests. Electrode montages 
included EEG (2) at +forehead, -ipsi mastoid, and 
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ground contra mastoid, EOG (2) and EMG (2) at 
chin. The volunteer subject was asked to set relax 
in a supine position with the eyes closed. Auditory 
monaural rarefaction clicks were elicited at 60-dB 
nHL, with a repetition rate of 4 Hz. Bandpass fil-
ter settings were 0.3-3000 Hz for EEG, 0.1-100 
Hz for EMG, and 1-100 Hz for EOG, all at the 
amplifier gain of 50,000. The DAQCard-1200 
was set to a sampling frequency of 9.6 KHz, with 
20 microseconds time resolution for the stimulus 
waveform generation. The Internet connection 
speed was more than 128KBs for file upload and 
256KBs for file download. In operation, the com-
plete processed data buffer is 23 Kbytes in size, 
and it takes around 200 milliseconds to transmit 
to the Internet web server. From there, it then 
takes around 100 milliseconds to download to the 
remote PC viewer. The total latency to view the 
electrophysiological signals at the remote machine 
is around 2 seconds, from the time they are acqui-
red at the local machine. The total time for the 
auditory stimulus to be elicited once the operator 
adjusts the parameters is around 2 seconds. 
Fig. 1 illustrates the GUI for the remote operator 
stimulus control, where an elicited tone burst is 
shown. Sliders are used to setup the tone frequen-
cy, intensity and duration. Prerecorded tones can 
also be loaded and sent to the subject. Fig. 2 and 
Fig. 3 illustrate laboratory results obtained with the 
remote monitoring system. EEG/EMG and EOG 
traces corresponding to 1 second of acquisition are 
displayed in Fig. 2 as well as the AEP signals after 
the averaging process is completed. The stimulus 
signals are also displayed on the screen (lower tra-
ce). As new EEG epochs are received at the remote 
site, the AEP is continuously recalculated, updated 
and displayed on the operators screen. Fig. 3 (left) 
shows ABR, MLR and LLR components from the 
average of 5 consecutive runs within the hour. Fig. 
3 (right) illustrates AEPs from three consecutive 
days from the same subject. Good system perfor-
mance is observed. All transmitted signals were 
stored in the local as well as in the remote machine 
for further data integrity checks. 
Figura 1. Client GUI for remote stimulus generation. Clicks, 
tone bursts or arbitrary waveforms can be synthesized or loaded, 
displayed and sent to the server’s stimulus control module.
Figura 2. Client station GUI illustrating EEG/EMG/EOG as 
well as click onset signals and running average to calculate the 
auditory evoked potential signal. A secondary window displays 
previously saved recordings for reference during analysis.
Figura 3. Preliminary results demonstrating averaged auditory 
evoked potentials. Left figure shows the average of 5 consecutive 
1024 EEG sweeps AEPs obtained within the hour. ABR, MLR 
and LLR.
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Discussion
Remote monitoring of EEG and auditory evoked 
potential signals was successfully implemented. 
The system architecture is modular and easily 
upgradeable. The developed system is portable 
and easily configurable and expandable to inclu-
de remote monitoring of various physiological 
variables for various telemedicine applications 
and clinical scenarios. The data acquisition is 
easily programmable even during operation, 
allowing resetting the sampling rate according 
to the bandwidth of the internet connection. An 
option exists to continuously calculate and trans-
mit the auditory evoked potential from the server 
side, reducing this way the required transmission 
bandwidth. In this scheme, continuously trans-
mitting EEG/EMG/EOG and processed AEP 
will require less than 28 kilobits per second, 
which is obtained using standard phone lines. 
Future additional features to include are a video 
camera to monitor the subject’s sleep condition, 
and an alarm to alert the subject of any contact 
problems that may be occurring with the physio-
logical channels during acquisition.
An interesting feature compared to several avai-
lable auditory evoked potential systems is the 
ability of the developed system to capture record 
and display raw EEG/EEG/EMG waves, which 
are needed in the screening of the sleep stages or 
for off-line analysis and recalculation of evoked 
potentials, using different filter settings or imple-
menting selective averaging methods. The ability 
to remotely control the auditory stimulus allows 
the operator to select the stimulus type, inten-
sity, duration and the time window in the sleep 
stage during which the stimulus remains active. 
This stimulus control scheme is ideal for studies 
relating the pre stimulus EEG frequency during 
various sleep stages and the auditory evoked po-
tential response.
The developed system allows non specialized hos-
pitals or health centers in remote areas to provide 
and conduct auditory evoked potential sessions 
and have the remote expert provide the expert 
analysis through an Internet connection. Appli-
cations of the current system include remote ex-
pert consulting, remote neurological assessment, 
mobile emergency medicine, home monitoring 
of auditory evoked potentials in children to asses 
hearing thresholds during deep sleep, as well as for 
analysis of auditory evoked responses during the 
different sleep stages.  
Conclusion
We have developed an Internet-based EEG/Au-
ditory Evoked Potential monitoring system. The 
prototype system has been tested in a laboratory 
environment. Preliminary results indicate equi-
valent performance to standard auditory evoked 
potential systems. The system demonstrates pro-
mising features such as remote auditory control 
and Internet based evoked potential analysis and 
monitoring. The system also shows feasibility of 
continuous auditory evoked potential monitoring 
at home during sleep. Future work may include 
increasing number of channels for sleep studies, 
and additional channels for monitoring of addi-
tional physiological variables. A future implemen-
tation also includes a real-time video camera and 
an alarm system to detect and alert the operator of 
disconnected physiological channels.
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